
 

URGENT MEDICAL DEVICE RECALL: Mojo Full Face Mask, Mojo 2 

Full Face Mask, iQ 2 Nasal Mask, and Phantom 2 Nasal Mask 

Manufacturer 

name: 

Sleepnet 

About the Recall: This recall is being initiated based on information obtained from post 

 market surveillance indicating a possible risk to patients and anyone in  

close physical contact with the mask, having an active medical implant or  

metallic implant that can be impacted by the magnetic field. The existing  

contraindications and warnings are being revised as a proactive measure to  

provide additional safety information to patients and healthcare 

professionals. 

Products(s) 

numbers/models 

that are affected: 

Mojo Full Face Vented Mask and Mojo Full Face Non Vented Mask, part 

numbers 50835, 50836, 50837, 50838, 50920, 50921, 50922, 50923. 

Mojo 2 Full Face Vented Mask, Mojo 2 Full Face Non Vented Mask, and 

Mojo 2 Full Face AAV Non Vented Mask, part numbers 50817, 50818, 

50819, 50820, 50912, 50913, 50914, 50915, 50941, 50942, 50943, 

50944 

URL Link(s) to 

Manufacturer 

Notice/Web Site: 

https://www.sleepnetmasks.com 

Actions to be 
taken by 
customer/Patient: 

If you or anyone in close physical contact with your mask has an active 

medical implant or metallic implant that will interact with magnets, stop 

using the mask.  Contact your mask provider for a replacement mask that 

does not contain magnets. 


