
 

Manufacturer 
name: 

Coloplast 

About the Recall: This notice has been issued because A possible sterility issue was 
detected in Coloplast’s facility on some Coloplast products. This issue on 
the Coloplast products packaging has been identified during testing. This 
defect is not easily visible by the Product’s users. Coloplast has 
determined that any potentially affected Product in the market presents a 
low probability of additional clinical risk. Coloplast recommends that 
where Product has already been used with patients, those patients should 
continue routine clinical follow up 

Products(s) 
numbers/models 
that are affected: 

 



 

 

 



 

 

 



 

 

 



 

 

 



 

 



 

 

 
URL Link(s) to 
Manufacturer 
Notice/Web Site: 

Coloplast.com 

 

  

Actions to be 
taken by 
customer/Patient: 

For further information regarding the recall, you may contact Coloplast 
directly by calling customer service at 1 (855) 745-8549 or email at 
IURecalls@coloplast.com 


